Kii® Dissecting Balloon
Set-up Guide

1. Insert introducer until introducer and seal are locked into place
2. Insert dissecting balloon into incision site with inflation port perpendicular to the abdomen
3. Remove introducer
4. Insert 10mm endoscope
5. Connect pump to inflation port
6. Inflate dissecting balloon under visualization
7. Remove pump from inflation port
8. Remove endoscope for balloon deflation

This information is not intended to replace the Instructions for Use (IFU). Please refer to the IFU for the indications, contraindications, warnings, precautions, instructions and other information.

© 2018 Applied Medical Resources Corporation. All rights reserved. Applied Medical, the Applied Medical logo design and marks designated with ® are trademarks of Applied Medical Resources Corporation, registered in one or more of the following countries: Australia, Canada, Japan, South Korea, the United States, and/or the European Union. SC02355A